
       1) 측정 기구

① 업체명 : JINGCHENG

② Graduation : 0.01mm

③ Range : 0 ~ 24mm

          측정 결과

 unit : mm

No. #1 #2 #3 Min Max AVG

1 0.60 0.61 0.60 0.60 0.61 0.60

       2) 측정 기구

① 업체명 : Mitutoyo

② Graduation : 0.001mm

③ Range : 0 ~ 9mm

          측정 결과

 unit : mm

No. #1 #2 #3 Min Max AVG

1 0.050 0.051 0.050 0.050 0.051 0.050

Part No.

XYT-0.6T

Part No.

FND-370-PCN

  Thickness Test 


